Background: Dipeptidyl peptidase-4 (DPP-4) may be a suitable biomarker to identify people with severe asthma who have greater activation of the interleukin-13 (IL-13) pathway and may therefore benefit from IL-13-targeted treatments. We report the analytical performance of an Investigational Use Only immunoassay and provide data on the biological range of DPP-4 concentrations. Methods: We assessed assay performance, utilising analyses of precision, linearity and sensitivity; interference from common endogenous assay interferents, and from asthma and anti-diabetic medications, were also assessed. The assay was used to measure the range of serum DPP-4 concentrations in healthy volunteers and subjects with diabetes and severe, uncontrolled asthma. Results: The total precision of DPP-4 concentration measurement (determined using percentage coefficient of variation) was ≤5% over 20 days. Dilution analysis yielded linear results from 30 to 1305 ng/mL; the limit of quantitation was 19.2 ng/mL. No notable endogenous or drug interferences were observed at the expected therapeutic concentration. Median DPP-4 concentrations in healthy volunteers and subjects with asthma or Type 1 diabetes were assessed, with concentrations remaining similar in subjects with diabetes and asthma across different demographics. Conclusion: These analyses indicate that the ARCHITECT DPP-4 Immunoassay is a reliable and robust method for measuring serum DPP-4 concentration.
Introduction
Interleukin-13 (IL-13) is a cytokine, secreted in large quantities by CD4 + T-helper-2 (Th 2 ) cells in patients with Th 2 -driven asthma or eosinophilic inflammation [1] . Increased IL-13 mRNA expression and protein concentration in bronchial biopsies, sputum and bronchoalveolar lavage fluid from patients with asthma, compared with healthy individuals, supports a role for IL-13 in the pathophysiology of some types of asthma [2] [3] [4] [5] . Furthermore, sputum IL-13 concentrations and the number of cells expressing IL-13 in the bronchial submucosa and airway smooth muscle bundle have been shown to be increased in people with severe asthma [6] . Consequently, identifying people with uncontrolled asthma and increased IL-13 activity might aid in selection of patients who may benefit from anti-IL-13-targeted therapy [7] [8] [9] [10] . During Th 2 -driven inflammation, IL-13 is expressed locally in inflamed tissue and is present in serum in low concentrations [7, 11] . This creates a challenge for its use as a biomarker of asthma, particularly as serum IL-13 concentrations remain similar between healthy volunteers and people with asthma [11] . An alternative, readily measureable biomarker is therefore required in order to identify those people with IL-13-driven asthma. Dipeptidyl peptidase-4 (DPP-4) production by airway cells is induced, in vitro, by IL-13 [8] . DPP4 gene expression has been shown to be upregulated in the nose and bronchi of children with asthma and in the bronchi of adults with asthma, which also correlated with IL-13 mRNA upregulation [12, 13] . Therefore, DPP-4 may prove to be a suitable biomarker for identifying people with IL-13-driven asthma who could benefit from IL-13-targeted treatments. Indeed, the relationship between serum DPP-4 concentrations and response to an anti-IL-13-targeted treatment has previously been shown in a Phase IIb study of tralokinumab, an anti-IL-13 monoclonal antibody (mAb) in subjects with severe, uncontrolled asthma [14] .
DPP-4 (also known as adenosine deaminase complexing protein 2 or CD26) is a 766-amino acid membrane serine peptidase, highly expressed in the lung, kidney, liver and small intestines [15] . It is an integral type II glycoprotein homodimer anchored to the cell membrane by its signal peptide [15] . DPP-4 can be shed from the cell membrane into circulation in a soluble, active form [15] , facilitating its measurement as a soluble biomarker. DPP-4 regulates glucose metabolism through degradation of incretin peptides [16, 17] and may also have enzymatic functions in immune system modulation, cardiovascular physiology and tumour biology [18] [19] [20] [21] .
We describe the development of the ARCHITECT DPP-4 Investigational Use Only (IUO) Immunoassay, currently in use to assess the utility of DPP-4 as a biomarker in Phase III studies investigating tralokinumab in subjects with severe uncontrolled asthma (NCT02161757, NCT02194699 [10] ). We report the analytical performance of the assay and provide data on the biological variability of serum DPP-4 concentrations across different subject demographics.
Materials and methods

Assay description
The IUO ARCHITECT DPP-4 Immunoassay was developed for use with the ARCHITECT Immunoassay i System (Abbott Laboratories, Abbott Park, IL) [22] . The assay determines serum DPP-4 concentration using a two-step dual non-competing mAb sandwich process with methodology that has previously been described [23] . Briefly, assay samples and standards were diluted 10-fold with line diluent and microparticles; DPP-4 was captured by rat anti-DPP-4 mAb-coated paramagnetic microparticles and detected with acridinium-labelled mouse anti-DPP-4 mAb. A chemiluminescent signal, reportable as relative light units, directly correlates with the amount of DPP-4 present (Fig. 1) . The mAbs used in the immunoassay were generated by MedImmune (Gaithersburg, MD) using a hybridoma platform and purified using affinity chromatography with Protein G and Protein A for the rat and mouse mAb, respectively [24] .
The assay was standardised using a commercially available purified recombinant human dimeric DPP-4 protein (NCBI accession number: CAA43118), with a C-terminal His-tag for purification (Bio-Techne Inc., MN, USA), produced from a mouse myelomaderived NS0 cell line. The assay had a calibration range of 0-1000 ng/mL, selected to reflect the baseline concentrations of DPP-4, prior to treatment with agents, of the population for which the assay is intended. The assay utilised subjects in a Phase IIb study of Fig. 1 . Relationship between relative light units (RLU) and dipeptidyl peptidase-4 (DPP-4) concentrations.
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Practical Laboratory Medicine 9 (2017) [58] [59] [60] [61] [62] [63] [64] [65] [66] [67] [68] tralokinumab who had DPP-4 concentrations (measured using the IUO ARCHITECT DPP-4 Immunoassay) ranging from 109 ng/mL to 580 ng/mL (NCT01402986 [14] ). The assay is fully automated with a throughput of 200 tests per hour [22] .
Assay performance
Samples
Samples from healthy volunteers were obtained from ProMedDX, LLC (Norton, MA). Samples from subjects with asthma and Type 1 diabetes, used in DPP-4 concentration assessments, were obtained from a Phase IIb study of tralokinumab in subjects with severe uncontrolled asthma receiving concomitant high-dose fluticasone and salmeterol (NCT01402986 [14] ) and from ProMedDX, LLC, respectively. Additional samples, collected for a preanalytical in-house study to confirm specimen-handling procedures, were provided by consenting volunteers with self-reported asthma at Abbott Laboratories (Abbott Park, IL). All samples evaluated in this assay were serum from standard or serum separator tubes which were collected in line with approved protocols from institutional review boards. No other specimen matrices or tubes were evaluated.
Precision testing
Assay precision was evaluated according to Clinical Laboratory Standards Institute (CLSI) guideline EP05-A2 [25] using methods previously described [23] . Tests were performed with the aim of achieving a coefficient of variation (CV) of ≤10% for total precision. Low and high DPP-4 concentration controls were prepared by spiking recombinant antigen into the artificial matrix of phosphate buffered saline (pH 7.2), 1% bovine serum albumin (BSA), and azide preservative. The zero calibrator is artificial matrix without the recombinant DPP-4. Controls had target values of 125 ng/mL and 500 ng/mL, respectively. A native human serum sample panel was also included. Analyses were carried out over 20 days, conducting two runs per day and three repetitions per control or panel level within each run.
Dilution linearity
Dilution linearity of three different native endogenous serum samples was assessed according to CLSI guideline EP06-A [26] . Samples of human serum were spiked with recombinant DPP-4 and then diluted with wash buffer to concentrations between approximately 0 ng/mL and 1300 ng/mL. Tests were performed with the aim of achieving a difference of ≤10% between expected and observed values.
Spiked recovery
Ten serum specimens from healthy volunteers were spiked with recombinant DPP-4 up to a concentration of 500 ng/mL. The percentage recovery of spiked samples was assessed [27] with the aim of achieving spiked recovery of between 80% and 120%.
Interferents
Interference tests were designed with the aim of achieving a mean percentage difference in DPP-4 concentration of ≤10%, in the presence and absence of interferent.
2.2.5.1. Common interfering substances for clinical specimens. Potential interference from haemoglobin (> 500 mg/dL), protein (> 12 g/dL), bilirubin (> 20 mg/dL) and triglyceride (> 3000 mg/dL) was assessed using haemolysate, bovine gamma globulin (BGG), conjugated and unconjugated bilirubin, and intralipid (Baxter, USA), respectively. Intralipid is a triglyceride solution consisting of 20% intravenous fat emulsion and was used as a spiking solution to prepare triglyceride test samples. The concentration of interferents in each sample was confirmed by Abbott Clinical platforms. Tests were performed according to CLSI EP07-A2 guidelines [28] ; the methodology for this analysis has previously been described [23] .
Drug interferents.
Cross-reactivity with selected common asthma medications was assessed at therapeutically relevant concentrations. These included salbutamol (drug tested at concentration of 1.67 µmol/L), fluticasone propionate (345 pg/mL), prednisone (0.82 μmol/L), desloratadine (0.97 μmol/L), montelukast (0.90 μg/mL), ipratropium bromide (300 pg/mL), cromolyn sodium (0.03 μg/mL), theophylline (222 μmol/L) and omalizumab (0.3 mg/mL). Concentrations were based on CLSI guideline EP07-A2 [28] or, alternatively, were at least three times the peak concentration following therapeutic dosage [23] . Four anti-diabetic medications were also assessed for interference (sitagliptin, saxagliptin, vildagliptin and teneligliptin) at concentrations up to three times those observed for the highest reported therapeutic dosage.
Interference from antibodies.
Human anti-mouse antibodies (HAMA; n = 20) and rheumatoid factor (RF) antibodies (n = 20) were compared with current (0.5 mg/mL) and twice the amount of rat immunoglobulin (Ig) G blocking agent (1.0 mg/mL). A twosided 95% confidence interval (CI) of ≤10% around the mean percentage difference in samples from blocking agent would indicate that interference from the tested antibodies was not significant.
2.2.5.4.
Interference from proteins related to DPP-4. Seprase, a protein with homology to DPP-4 ≥50%, was analysed for crossreactivity in the immunoassay. An endogenous serum sample was spiked to 1000 ng/mL with seprase and compared with the same sample, containing an equal amount of 0.9% saline. A two-sided 95% CI of ≤10% around the percentage difference of the two samples was calculated.
Limit of blank (LOB), limit of detection (LOD) and limit of quantitation (LOQ)
LOB was analysed using goat serum and zero calibrator matrix. Both matrices are known to be true zero samples and were used to fully assess the variability in concentration of these zero-analyte matrices in the ARCHITECT DPP-4 assay [29] . DPP-4 aggregate was spiked into goat serum to create a set of panels of DPP-4 concentrations at 19.2, 20.2, 31.8, 33.5, 49.0, 53.7, 60.2, 63.6, 68.9 and 73.1 ng/mL. Samples were tested in replicates of 10 each per run on each of two different instrument lots with two reagent lots over 6 days. LOD and LOQ were evaluated according to CLSI guideline EP17-A2 [29] using methods previously described [23] .
Characterisation of assay antibodies
Full-length predominantly dimeric human DPP-4, purchased from R & D Systems (Minneapolis, MN), was purified through size exclusion chromatography using a Superdex 200 column on an Akta Purifier 10 instrument. As this was a preparative separation and the oligomeric forms were not baseline separated, each fractionated sample was not pure monomer, dimer and oligomer. The samples were then electrophoresed in reduced and non-reduced forms. Western blots were probed with assay capture and detection mAbs and developed as previously described [23] to detect monomeric (approximately 105 kDa), dimeric (approximately 210 kDa) and multimeric (> 315 kDa) forms of DPP-4. High-performance liquid chromatography (HPLC) size-fractionation of specimen samples for subsequent activity measurements was accomplished through a Tosoh G3000 SWxL column with standard phosphate-buffered saline as the mobile phase.
Specimen handling
Serum samples from volunteers with self-reported asthma (n = 21) were used to assess sample stability at room (30°C) and refrigeration (2-8°C) temperatures, and following repeated freeze/thaw cycles. Specimens frozen at -70°C for at least 12 h were transferred to room temperature for a minimum of 1 h, prior to testing. It was necessary for upper and lower 95% CIs around the mean percentage difference in DPP-4 concentration to be ≤10% to support storage at a given temperature.
Sample stability at room and refrigeration temperatures
Samples were stored using normal serum tube-red top (SRT) and serum separator tube (SST) types [23] . Samples were analysed "on" and "off" the clot to mimic "worst-case" sample handling techniques and potential variation in handling, respectively. Sample stability was assessed by calculating the percentage change in DPP-4 concentration over 7 days; samples with a two-sided CI of > 10% from baseline were considered unstable. Samples were stored at room temperature for 8 h prior to the storage temperature analysis [23] .
Freeze/thaw cycle stability
Samples were frozen and evaluated "off" the clot [23] . Four freeze/thaw cycles were conducted for serum specimens frozen at −10°C and −70°C [23] . Mean percentage differences were calculated after each cycle.
2.5. DPP-4 concentration assessments in healthy volunteers and subjects with severe, uncontrolled asthma, or Type 1 diabetes Serum samples from apparently healthy volunteers (n = 757) and subjects with severe, uncontrolled asthma treated with inhaled corticosteroids (n = 447) were evaluated using the ARCHITECT DPP-4 Immunoassay and analysed by sex, age and ethnicity (healthy volunteers only), providing mean, median and range of serum DPP-4 concentrations for each population. DPP-4 is a therapeutic target for a class of anti-diabetic drugs that inhibit DPP-4; therefore, DPP-4 was measured to survey the analyte concentration in a diabetic population (n = 100). Subjects were evaluated by sex, age and body mass index (BMI).
Results
Assay performance
Precision testing
Total precision (measured using percentage CV) was ≤5% over 20 days for the low and high DPP-4 controls and native human serum sample panel analysed (Table 1) .
Dilution linearity
Dilution analysis of three serum samples spiked with recombinant DPP-4 gave linear results down to a concentration of approximately 30 ng/mL. Nearly all samples analysed had dilution-adjusted observed concentrations at each dilution level that varied by < 10% compared with the expected value (Fig. 2) . 
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Fig. 3. Regression analysis of potential interference from human anti-mouse antibodies (HAMA) (A) and rheumatoid factor (RF) (B)
. 0.5 mg/mL rat immunoglobulin G (IgG) was used as a blocker. 
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Spiked recovery
The mean (range) recovery of DPP-4 spiked into endogenous serum was 92% (64-107%); nine out of 10 samples analysed were within the targeted DPP-4 recovery range of 80-120%.
3.1.4. Interferents 3.1.4.1. Common interfering substances for clinical specimens and drug interferents. All endogenous interferents and common asthma medications evaluated were not considered to interfere with the assay, demonstrating a mean percentage interference of < 10% (Table 2) . Furthermore, three of the anti-diabetic medications (vildagliptin, saxagliptin and teneligliptin) analysed were also not considered to be interferents at concentrations three times greater than those resulting from the highest recommended therapeutic dosage. Sitagliptin demonstrated interference of < 5% at its greatest reported therapeutic dosage; this increased to > 50% interference at concentrations observed with triple the maximum reported therapeutic dosage (Table 2) .
Interference from antibodies.
No substantial interference from HAMA or RF samples was seen (Fig. 3) . The two-sided 95% CI 3.1.4.3. Interference from seprase. At a concentration of 1000 ng/mL, seprase was not considered to interfere with the assay; mean percentage interference was ≤10% (95% CI in presence of analyte: -1.7, 1.9; 95% CI in absence of analyte: -0.05, 0.03).
LOB, LOD and LOQ
The mean LOB was 0.4 ng/mL (range: 0.2-0.6 ng/mL) and mean LOD was 2.0 ng/mL (range: 1.8-2.3 ng/mL). The LOQ for this assay, calculated using 10 serum DPP-4 panel concentrations, was 19.2 ng/mL.
Characterisation of DPP-4 recombinant protein and epitope mapping
Before sizing-purification, the recombinant DPP-4 protein standard used in this analysis consisted of monomer, dimer and high molecular weight aggregate complexes with approximate distributions of 10%, 85% and 5%, respectively. The high molecular weight aggregate was less reactive in the immunoassay (59.9 ng/mL) compared with the dimeric (699.9 ng/mL) and monomeric forms (403.2 ng/mL). The individual DPP-4 high and asthma specimen samples, analysed for reactivity in the assay, align with the purified recombinant dimeric DPP-4 standard protein in the sizing-HPLC chromatogram at 280 nm (Fig. 4) .
Western blot analyses showed that antibodies used in the DPP-4 assay detect both monomeric and dimeric forms in the reduced and non-reduced state (Fig. 5) . The regions of the binding sites of DPP-4 to assay antibodies have also been identified using epitope mapping; the two mAbs have distinct epitopes (data not shown).
Specimen handling
Sample stability at room and refrigeration temperatures
Mean percentage difference from baseline in DPP-4 concentrations increased with time but remained ≤0.1% for samples kept "on" and "off" the clot at room and refrigeration temperature (Table 3) . Only the "off the clot" SST samples, stored at room and refrigeration temperatures, were unstable by Day 7 (Table 3 ).
Freeze/thaw cycle stability
Samples stored at −10°C and −70°C were stable after passing through four freeze/thaw cycles; 95% CIs remained below the 10% threshold (Table 3) . The mean DPP-4 concentration in serum samples of apparently healthy volunteers was 343 ng/mL; this value was similar regardless of ethnicity (Table 4A ). Concentrations are elevated in subjects aged 16-21 years, compared with the total population (p < 0.0001). Males of this age group had the greatest mean DPP-4 concentration (424 ng/mL; Table 4A ). The mean DPP-4 concentration was lower in subjects with diabetes, compared with healthy volunteers (319 ng/mL; p < 0.0066; Table 4B ), and further decreased in subjects with severe asthma taking inhaled corticosteroids (273 ng/mL; p < 0.0001; Table 4C ). However, concentrations remained consistent in subjects with diabetes and asthma across different demographics, with the exception of subjects aged 18-21 years with severe, uncontrolled asthma, where the mean DPP-4 concentration was 345 ng/mL (Table 4C ).
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Discussion
Using the analyses described in this manuscript, we have demonstrated that the ARCHITECT DPP-4 Immunoassay is a reliable and robust assay for determination of serum DPP-4 concentration. This is indicated by precision levels of approximately 5% CV within the laboratory, and a high assay sensitivity for DPP-4 demonstrated by an LOQ value of 19.2 ng/mL. DPP-4 patient sample stability has been demonstrated to be ≥4 days at room and refrigerated temperatures for the SRT and SST tube types. In addition, DPP-4 patient samples are stable for up to four freeze/thaw cycles. Furthermore, good dilution linearity was observed across the concentration range evaluated.
The common endogenous interferents or asthma medications analysed did not demonstrate substantial interference to the assay (i.e., percentage difference with and without interferent was less than 10%). The anti-diabetic medication sitagliptin showed some assay interference when tested at supratherapeutic concentrations; however, there was no interference at the recommended therapeutic concentration and this concentration is considered to be at the high end of the therapeutic range. The ARCHITECT DPP-4 Immunoassay contains rat IgG blocking agents to prevent interference from HAMA and RF antibodies; our analyses demonstrate that blockage was successful for this assay. Using mAbs from two different species may have contributed to avoiding some types of HAMA interference, as it is unlikely both would be bound by a given HAMA.
The DPP-4 immunoassay offers a two-step approach, reducing the likelihood of high-dosage hook effects [22] , minimising the risk of false-negative results in samples with high DPP-4 concentrations [30] , reducing non-specific binding and preventing exposure of acridinium to potential interferents [22] . The antibodies used in the assay can detect monomeric, dimeric and high molecular weight aggregate content; however, the majority of the native circulating DPP-4 analysed from subject serum was found in dimeric form (approximately 85%). Epitope mapping analyses have confirmed that the two mAbs used in the assay bind at different distinct sites of the DPP-4 protein and are therefore non-competing.
Some variation was seen in DPP-4 concentration across different subject demographics. Healthy male volunteers aged 16-21 years demonstrated greater DPP-4 concentrations (median DPP-4 concentration: 421 ng/mL) compared with the overall population (328 ng/mL). Furthermore, subjects with Type 1 diabetes and severe, uncontrolled asthma (treated with high doses of fluticasone and salmeterol) demonstrated lower median DPP-4 concentrations of 311 ng/mL and 264 ng/mL, respectively, when compared with healthy volunteers.
To conclude, the analyses within this study indicate that the ARCHITECT DPP-4 assay is a reliable and robust method for measuring serum DPP-4 concentration. The assay is currently being applied to assess the clinical utility of DPP-4 as a predictive biomarker in Phase III studies of tralokinumab in subjects with uncontrolled asthma (NCT02161757, NCT02194699) [10] . 
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